Product notebook: a catheter anchoring device.
A prospective multi-center study was conducted to assess the use of a catheter anchoring device. Fifty-nine patients with catheters ranging in size from 8 to 30 French used 164 devices. The device was easy to apply and remove, facilitated catheter repositioning, prevented tension at the insertion site, and did not cause skin problems in the majority of patients. Compared to previous methods used, the mean wear-time for all catheters increased by 2 days when the anchoring device was used. When wear-time was correlated to catheter diameter, type, and location it was seen that patients with non-urinary catheters of less than 20 Fr diameters benefitted most from this device. Patients with foley catheters had the shortest wear-times.